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The magnet system is one of the key elements of a watt balance. For the new watt balance
currently under construction at the National Institute of Standards and Technology, a permanent
magnet system was chosen. We describe the detailed construction of the magnet system, first
measurements of the field profile, and shimming techniques that were used to achieve a flat field
profile. The relative change of the radial magnetic flux density is less than 10−4 over a range of
5 cm. We further characterize the most important aspects of the magnet and give order of magnitude
estimates for several systematic effects that originate from the magnet system.
I. INTRODUCTION
A redefinition of the International System of Units,
the SI, is impending and might occur as early as 2018. A
system of seven reference constants will replace the seven
base units that form the present foundation of our unit
system [1]. Specifically in the context of mass metrol-
ogy, the base unit kilogram will be replaced by a fixed
value of the Planck constant. With this transition, the
International Prototype of the Kilogram (IPK), will lose
its status as being the only weight on Earth, whose mass
is known with zero uncertainty. In the future, mass will
be realized from a fixed value of the Planck constant by
various means. A promising apparatus to realize mass
at the kilogram level is the watt balance [2, 3]. Watt
balances have a long history at the National Institute of
Standards and Technology (NIST). In 1980, NIST’s first
watt balance was designed to realize the absolute ampere
and then later to measure the Planck constant [4]. In the
past three and a half decades, several measurements of
the Planck constant have been published, the most re-
cent in 2014 [5]. Currently, a new watt balance, NIST-4,
is being designed and built. This watt balance will be
used to realize the unit of mass in the United States.
A watt balance is a force transducer that can be cal-
ibrated in absolute terms using voltage, resistance, fre-
quency, and length reference standards, i.e., without dead
weights. The instrument is used in two modes, typically
referred to as force mode and velocity mode. In force
mode, the gravitational force of a mass, mg, is compen-
sated by an electromagnetic force. The electromagnetic
force is produced by a current in a coil that is immersed
in a radial magnetic field. The equation governing the
force mode is mg = IBl, where I is the current in the
coil, l the wire length of the coil, and B the magnetic
flux density of the field at the coil position. The local
acceleration g and the current I can be measured using
dedicated instruments. The only term that needs cali-
bration is the flux integral Bl. This integral can be cali-
brated to very high precision in velocity mode. The coil
is moved through the magnetic field with constant veloc-
ity v yielding an induced voltage, U = vBl. The flux
integral is inferred by dividing the voltage by the veloc-
ity. By using this calibrated value of Bl in the equation
of the force mode, the value for the mass can be obtained
by
m =
UI
gv
. (1)
The equation above connects mass to electrical quanti-
ties: current and voltage. The electrical quantities can be
linked to the Planck constant and two frequencies using
the Josephson effect and the quantum Hall effect. This
connection is beyond the scope of this article. A review
can be found in [2].
The considerations that led to the design of the perma-
nent magnet system described here are given in [6]. While
the findings in [6] were based on simulations and theoret-
ical calculations, this article presents measurements that
were made on the real magnet system. We describe in
detail the construction of the magnet system and focus
on the implications for the performance of NIST-4.
II. THE BASIC DESIGN
The design of the NIST-4 magnet system was inspired
by a magnet design put forward by the BIPM watt bal-
ance group [7]. In our design, shown in Fig. 1, two
Sm2Co17 rings are opposing each other and their mag-
netic flux is guided by low-carbon steel, also referred to
as mild or soft steel, through a cylindrical air gap. The
gap has a width of 3 cm and is in total 15 cm long. The
inner 10 cm of the gap is called the precision air gap and
it is desired to have a very uniform field in the central
8 cm of this precision air gap. Short of twelve access holes
in each the top and bottom, the gap is entirely enclosed
by iron.
In order to insert the coil into the air gap, the magnet
can be split open such that the top two thirds of the
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2magnet separate from the bottom third. CAD drawings
of the magnet and the splitter are shown in Fig. 2. A
cross-sectional view of the basic design is shown in Fig. 1.
The 8 basic components of the magnet are indicated by
encircled numbers. We refer to components 2 and 6 as
the outer yoke and inner yoke, respectively.
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FIG. 1. Shown on the left is a cross sectional view of the
magnet system. The assembly exhibits azimuthal and up-
down symmetry. The gray parts are made from AISI 1021
steel and the hatched parts from Sm2Co17. The arrows in-
dicate the direction of magnetization. A total of eight large
components are required to build the magnet system. The
components are indicated by the encircled numbers: 1=upper
yoke cap, 2=outer yoke, 3=lower yoke cap, 4=upper Sm2Co17
ring, 5=upper inner yoke, 6=middle inner yoke, 7=lower in-
ner yoke, 8=lower Sm2Co17 ring. The circles in the precision
air gap indicate the current in the coil. The segmentation of
the Sm2Co17 rings is shown on the right.
While NIST was responsible for the schematic design
of the magnet, the detailed design and manufacturing
was contracted to Electron Energy Corporation (EEC)1.
During the manufacturing process a few changes were
made to improve the performance of the magnet. One
such change pertains to the grade of the low-carbon steel
used to produce the yoke parts. While in [6] the parts
were identified to be made from A36, instead AISI 1021
steel was used to make the parts. This change was made
because a large ingot of AISI 1021 could be purchased
that allowed building all yoke parts from a single cast-
ing. By using raw material from one cast, a better ho-
mogeneity of the magnetic properties can be ensured in
1 Certain commercial equipment, instruments, or materials are
identified in this paper in order to specify the experimental pro-
cedure adequately. Such identification is not intended to im-
ply recommendation or endorsement by the National Institute of
Standards and Technology, nor is it intended to imply that the
materials or equipment identified are necessarily the best avail-
able for the purpose.
the final product. Both alloys are low-carbon steels, i.e.,
less than 0.3% carbon by weight. The weight fraction
of the carbon content of A36 steel is on average 0.05%
higher than that of AISI 1021. Other than the improved
homogeneity of the material, this change is insignificant
for the performance of the magnetic circuit.
FIG. 2. The picture on the left shows a rendering of the
magnet in the magnet-splitter with the magnet in the open
state. On the right is shown a technical drawing of the magnet
in the magnet-splitter in the closed state. In order to install
the magnet in the splitter, the magnet is craned onto the base
plate. Then, the splitter can be slipped over the magnet using
a crane. Finally, the middle ring is fastened to the magnet
using four angle brackets in the middle and 16 bolts through
the lower ring.
In the final design, shown in Fig. 3, two stainless steel
sleeves were added to center the Sm2Co17 and the in-
ner yokes. Also, two stainless steel bands around the
Sm2Co17 magnet rings were added to aid the assembly
process. In addition, dowel pins made from low-carbon
steel allow us to reproducibly open and close the magnet.
III. MATERIAL PROPERTIES
Three different materials were used in constructing the
permanent magnet system: Sm2Co17, low-carbon steel
1021, and stainless steel. The stainless steel parts were
annealed to reduce the relative magnetic permeability to
near unity and are therefore irrelevant for the magnetic
circuit. Hence, the stainless parts are not considered any
further.
3FIG. 3. Exploded view of the magnet. The eight major com-
ponents shown in the cross sectional view in Fig. 1 are labeled
on the right, and additional hardware is labeled on the left.
The circled numbers correspond to the numbers in the cross
sectional drawing. The purpose of the centering sleeves is to
center the inner yokes and the magnet rings on the yoke caps.
Dowel pins ensure that the magnet only opens in the vertical
direction. The stainless steel bands constrain the magnets in
the radial direction.
A. Permanent Magnet – Sm2Co17
Two Sm2Co17 rings, with a combined mass of 91 kg,
form the active magnetic material. Because it requires
a lot of power and a large fixture to magnetize one ring,
each ring was segmented in 40 pieces, see the sketch in
Fig. 1. Each piece was individually magnetized. The
segmentation was carried out in three concentric rings
comprised of 9, 13, and 18 segments each. The largest
segments in the outer ring has a volume of 138.6 cm3.
The Sm2Co17 rings had to be assembled with the seg-
ments fully magnetized. To facilitate this assembly pro-
cess and to keep the repulsive forces between individual
segments under control, the rings were assembled on the
inner yoke pieces using vacuum compatible epoxy. In ad-
dition, a stainless steel band around the ring, as shown
in Fig. 3, contains the Sm2Co17 segments in the radial
direction.
In order to verify the magnetic properties of the
Sm2Co17, five cylindrical test specimens (10 mm diam-
eter and 10 mm height) were fabricated in addition to
the 80 segments. The magnetization curve of these sam-
ples were measured at EEC. Fig. 4 shows the measure-
ment of one such sample. This sample had a remanent
flux density of 1.08 T and a maximum energy product of
(BH)max = 224.7 kJ/m
3. Of the five samples tested the
remanence values were within 0.2 % and the maximum
energy density within 0.6 % of each other.
For each of the 80 segments, the total flux was
measured. After all measurements were obtained and
recorded, a position for each segment was chosen to en-
sure uniform magnetization in the azimuthal direction
and between the two rings. After assembly, the total flux
values of the two ring magnet assemblies were measured
and found to be within 0.2 % of each other.
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FIG. 4. Measured demagnetization curve on a Sm2Co17 sam-
ple. The sample was measured at 26 ◦C.
B. Yoke – 1021 steel
The yoke of the magnet is made from AISI 1021 carbon
steel. To verify the composition, five samples were taken
from the material and a chemical analysis was performed
using AES (Atom Emission Spectroscopy). All samples
conformed to the steel grade 1021. In the five samples,
the carbon fraction varied from 0.20 % to 0.23 % and the
manganese fraction from 0.87 % to 0.88 %. Phosphorus
and sulfur had a relative weight of 0.013 % and 0.012 %
respectively. The yoke parts were annealed after machin-
ing by heating to 850 ◦C for at least 4 hours followed by
a slow cool down. The outside parts of the yoke were
nickel coated to prevent corrosion. The inside parts and
the surfaces that are relevant for the magnetic circuit
4were not nickel coated. Instead, the surfaces were coated
with a small amount of vacuum compatible oil (Krytox
1506) to prevent oxidation.
The magnetic properties of the low-carbon steel were
investigated using two toroidal samples made from the
same ingot as the magnet yoke. After machining, one
sample was annealed using the same recipe as the yoke
parts, the other sample was not heat treated after ma-
chining. The results from the annealed samples are rele-
vant for the NIST-4 magnet system. However, the results
of the non annealed sample serve as a reference and worst
case scenario. On each toroid, two sets of windings were
placed: An excitation winding (1) and a pick-up wind-
ing (2). Each winding had N1 = N2 = 200 turns. The
toroidal cores had a rectangular cross section with inner
and outer radii of ri and ro, respectively. Each toroid
had slightly different dimensions. The mean radius,
rm = (1/2)(ri + ro), of the annealed sample was 38.0 mm
and that of the not annealed sample was 30.2 mm. In the
first case, the cross sectional area was A = 5.73×10−5 m2
and in the second case, 6.09×10−5 m2, respectively. Sinu-
soidal current with a frequency of 0.4 Hz was sent through
the excitation winding and the induced voltage, V (t), was
measured across the pick-up winding. The current in the
excitation coil was measured as a voltage drop across a
series 1 Ω resistor. The magnetic field Hb(t) generated by
the current in the excitation winding is calculated using
Ampere’s law,
Hb(t) =
N1i(t)
2pirm
. (2)
The derivative of the total flux, which we assume to be
uniformly distributed and normal to the cross section of
the toroid, is
dB
dt
= −V (t)
N2A
. (3)
The magnetic flux density is found by integrating (3),
where the constant of integration is chosen such that∫
B(t)dt = 0 over one cycle. The relative permeabil-
ity µr and differential permeability µd of the yoke can
be found as a function of the magnetizing field, from the
hysteresis curves using
µr =
1
µ0
B
H
and µd =
1
µ0
dB
dH
. (4)
Five sets of measurements were taken for each sample.
After each set, the magnetized core was degaussed by
subjecting it to a damped AC field, with an amplitude
higher than Hsat and gradually reducing the amplitude to
zero. Because of the low excitation frequency, the mag-
netic measurements can be considered as pseudo-static,
allowing us to neglect eddy-current effects on these mea-
surements.
Fig. 5 shows a set of hysteresis curves with the nor-
mal hysteresis curve [8] for the annealed sample, ob-
tained by progressively varying the amplitude of the
AC excitation current. The saturation field is derived
from the magnetization curve (M -H) and is found to be
Hsat = 1.64 kA/m.
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FIG. 5. One set of B-H measurements for the annealed sam-
ple. A total of ten sets, five for the annealed sample and five
for the non annealed sample were taken. The thick line is the
normal hysteresis curve.
Fig. 6 shows the relative (µr) and differential (µd) per-
meability curves for the annealed and non annealed sam-
ples derived from the normal hysteresis curve. The point
where the µd and µr curves intersect is the maximum rel-
ative permeability µm of the yoke. Results indicate that
annealing the yoke increases µm by a factor ≈ 1.2.
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FIG. 6. The differential (dashed lines) and relative (solid
lines) permeability of the annealed (circles) and non annealed
sample (squares). The data points are obtained from five sets
shown in Fig. 5. The vertical dotted lines show the magnetic
field at which the iron parts adjacent to the coil operated.
The vertical error bars are the standard deviation of the five
sets of measurements that were taken for each sample.
The point at which the yoke operates in the µr-H
plot shown in Fig. 6 can be found by combining a mea-
5surement with the hysteresis data. In the center of
the gap, rc = 215 mm and the magnetic flux density is
Bc = 0.55 T. Inside the gap, the magnetic field follows
a 1/r relationship, B(r) = Bcrc/r, hence the magnetic
flux density at the surface of the inner/outer yoke can be
calculated to be Biy = 0.59 T/Boy = 0.51 T, respectively.
On the normal hysteresis curve (Fig. 5), these values cor-
respond to Hiy = 420 A/m and Hoy = 380 A/m, which
are close to the maximum of µr(H), yielding a value of
µr ≈ 1100.
Operating the yoke near the maximum value of µr,
makes the reluctance of the yoke, to first order, indepen-
dent of the field H. This is the preferred operating point
for a watt balance, because the reluctance of the mag-
netic circuit is independent of the weighing current. In
our magnet, we are not quite at the maximum value of
µr, but close. The effect of the weighing current on the
yoke reluctance needs to be analyzed in detail. With the
measurements shown in Figs. 5 and 6, we provide a basis
to further model these effects.
C. Temperature dependence of the magnetic flux
density in the gap
The temperature dependence of the radial magnetic
flux density in the gap is governed primarily by the tem-
perature coefficient of the Sm2Co17. In addition, the flux
density depends, to a smaller extent, on changes in re-
luctance of the magnetic circuit caused by temperature
dependence of the permeability of the iron and changes
in geometry due to thermal expansion. The temperature
coefficient of the magnetic flux density in the gap was
measured and found to be
∆Br/Br
∆T
= (−330± 20)× 10−6 K−1 (5)
at a temperature of 21.5 ◦C.
IV. MEASUREMENT OF THE VERTICAL
GRADIENT OF THE RADIAL FIELD
One of the key objectives in designing this magnet was
to obtain a flat field profile, i.e., a small change of the ra-
dial field as a function of the vertical position. In other
words, the vertical gradient of the radial field should be
as small as possible. There are two reasons for this ob-
jective: First, the force mode consists of two different
measurements called mass-on and mass-off. Between the
two measurements, the coil position changes slightly in
vertical position. If the field profile is flat, the flux in-
tegral remains the same for both measurements and no
correction is required. Second, during the velocity mode
the coil is moved through the magnetic field such that
the induced voltage stays constant. In a flat field profile,
the velocity required to achieve constant induced volt-
age remains constant and is thus easier to measure. A
flat field profile reduces uncertainties in watt balance ex-
periments. The goal was that the magnetic flux density
should vary by less than ±0.01 % over the inner 8 cm of
the gap.
Two methods were employed to measure the vertical
gradient of the radial field: a guided Hall probe and a gra-
diometer coil. Two setups were used for the Hall-probe
method, one built by EEC and the other by NIST. In
both systems, a brass tube is centered on the gap of the
magnet in which a second brass tube containing a Hall
probe (Lakeshore MMZ-2518-UH and HMMT-6704-VR
for the EEC and NIST system, respectively) is guided.
The guide tube was centered in the air gap by two ta-
pered Teflon plugs, one at the top and one at the bottom.
The probe was centered to be concentric with one access
hole each at the upper and lower yoke cap. The guide
tube was mounted in a coaxial hole in both Teflon cones.
The magnetic field was recorded at different positions.
The EEC setup required manual vertical positioning of
the Hall probe, while the NIST setup used a motorized
translation stage. The resolution of each Hall probe is
1×10−4 T, which corresponds to a relative change in the
magnetic flux density of 2 × 10−4. In order to measure
smaller changes in the field, multiple measurements have
to be averaged. We averaged the field profile measured
in all twelve holes to one profile. This procedure dis-
cards the azimuthal information and obtains an average
vertical profile.
The gradiometer coil consists of two identical coils
wound on a single former displaced in the vertical di-
rection. Each coil has N = 464 turns and a mean radius
of r = 217.5 mm. The height of each coil is 10 mm and
the centers of the coils are displaced by ∆z = 11.5 mm.
The two coils are electrically connected in series opposi-
tion. Two voltmeters are used to measure the induced
voltages as the coil assembly is moved with constant ve-
locity, v ≈ 2 mm/s through the magnet. One voltmeter
measures the voltage induced in one coil, the other the
difference. The ratio of the two measurements is given
by
V1(z)− V2(z)
V1(z)
=
Br(z)−Br(z −∆z)
Br(z)
≈
∆z
dBr(z)
dz
Br(z)
.
(6)
The absolute magnitude of the radial magnetic flux den-
sity can be estimated from the mean velocity, v ≈
2 mm/s of the coil and the coil’s dimensions using B¯r =
V¯1/(vN2pir). Vibrations induced by the coil motion
cause excess noise on V1 with several mV amplitude. To
get a good estimate of the magnetic flux density, the volt-
age was averaged over the central 80 mm. Note that the
mean value is not the important quantity in this mea-
surement.
The vertical variation of the field is calculated by nu-
merically integrating equation 6 yielding
Br(z) =
B¯r
V¯1∆z
∫ z
b
(V1(z′)− V2(z′)) dz′+O, (7)
6where O is chosen such that Br(0) = B¯r. Since both coils
are mounted on the same coil former and are immersed in
approximately the same flux density, the voltage noise on
the difference is reduced by a large factor (about 1000).
Fig. 7 shows a typical measurement. In the central re-
gion, the difference of V1 and V2 is −0.19 mV, indicated
by the dashed line in the middle plot of the figure. This
voltage difference corresponds to a slope in the field of
-13µT/mm. To exclude systematic errors, i.e., caused
for example by a coil winding error, we performed one
measurement with the coil mounted up-side down. After
correcting for the electrical connections, we obtained the
same field profile.
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FIG. 7. Measurements with the gradiometer coil. The top
two graphs show the raw data, V1 and V2 − V1. The bottom
graph shows the radial flux density as a function of position
calculated from the raw data. The horizontal axis is such
that zero is the center of the magnet and positive numbers
are above the center.
The gradiometer coil was preferred over the guided
Hall probe to measure the field profile with high accuracy
because of several reasons. The measurement with the
gradiometer coil is first order independent of the concen-
tricity of coil and magnet. The result is also in first order
insensitive to the parallelism of the motion axis to the
magnet axis. Furthermore, the coil integrates the field
along the azimuthal direction. The gradiometer coil mea-
surement has enough resolution to measure even small
field gradients. During the construction of the magnet,
measurements with the gradiometer coil were performed
twice. The manufacturer used the guided hall probe to
measure the field profile. As it is detailed below, the at-
tempts to shim the field by grinding the outer yoke did
not converge. This was not due to limitations of the field
measurements. It was, as we learned later, due to the
change of the field profile caused by opening and closing
the magnet.
V. INITIAL ASSEMBLY AND ATTEMPTS TO
SHIM THE FIELD
After all pieces of the magnet were manufactured, the
magnet was assembled for the first time and the radial
magnetic flux density of the magnet was measured. This
measurement was performed at the manufacturer’s facil-
ity with three different methods. Besides the gradiome-
ter coil, two Hall probes were used. The measurement
with the EEC Hall probe was performed on two different
days about 1.5 weeks apart. The results of the mea-
surements are shown in Fig. 8. In order to overlay the
measurements, the value of Br(0) has been subtracted
from each measurement. All four measurements show a
similar slope of the radial magnetic flux density, about
-13µT/mm, which is about a factor of 10 larger than
intended.
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FIG. 8. Four measurements of the radial flux density as a
function of vertical position after the magnet has been as-
sembled for the first time. The measurements performed with
the Hall probe are abbreviated by HP, the gradiometer coil
by GM.
The measured variation of the radial flux density in
the precision gap of at least 1 mT failed the requirement
of ∆Br/Br < 2 × 10−4 by a factor of 10. Based on this
measurement, it was decided to regrind the inner diame-
ter of the outer yoke (part 2 in Fig. 1). The specification
for this regrinding was to add a taper such that the gap
is nominally 3.000 cm at the top to 3.008 cm at the bot-
tom. Varying the gap is a known technique to engineer
a desired field profile [9, 10].
Fig. 9 shows the measurement of the radial magnetic
flux density after grinding the outer yoke. This measure-
ment was performed only at EEC with their Hall probe.
The slope of the radial magnetic flux density at the cen-
ter has changed from -13µT/mm to 7µT/mm. From
this measurement, it was concluded that the grinding
overshot by approximately 50 %. The outer yoke was
sent back to the grinding house with the instruction to
grind the gap such that it is nominally 3.003 cm at the
7top to 3.008 cm at the bottom, reversing 1/3 of the first
grinding process. After the second grinding process, the
magnetic flux density was measured again at EEC. This
result was almost identical to the previous measurement.
From this, it was concluded that the measurements with
the Hall probe are not reliable at this level. It is pos-
sible that the trajectory of the Hall probe was not cen-
tered well enough on the gap. For example, to measure a
slope in the radial magnetic flux density of 7µT/mm in
a perfectly uniform field, the probe only needs to travel
sideways by 0.24 mm over the 8 cm region. While the
probe was certainly positioned better than 1 mm in the
center of the gap, an accuracy of 0.2 mm could not be
ensured. After the second grinding, the gradiometer coil
was brought to EEC to remeasure the profile of the ra-
dial magnetic flux density. A slope of -3.5µT/mm was
observed, see Fig. 9.
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FIG. 9. The points represent data measured with the EEC
Hall probe (HP) after initial assembly, the first, and sec-
ond grinding process. The lines indicates measurements per-
formed with the gradiometer coil (GM) after initial assembly
and after the second grinding. The gradiometer coil readings
are 4.2 mT higher. For this plot 4.2 mT, were subtracted from
the measurements performed with the gradiometer coil.
Since the grinding process did not seem to converge to
a flat field profile, other shimming techniques were ex-
plored. The first approach was to insert low carbon steel
rods in the inner diameter of the lower Sm2Co17 ring.
As can be seen from Fig. 9, the flux density was larger
at the lower part of the magnet (negative z values). In-
serting iron in the ring changed the slope of the radial
magnetic flux in the center of the magnet by approxi-
mately 1µT/mm, which was a factor of three smaller
than needed. Hence, this strategy was abandoned.
A better way to shim the field is to introduce a small
air gap between the lower third of the magnet and the
upper two thirds, i.e., a gap between the pieces 2 and 6
on the top and the pieces 3 and 7 on the bottom in Fig. 1.
A flat profile is obtained when this additional air gap is
about 0.5 mm high. A stable and uniform air gap can
be achieved by inserting aluminum shim stock pieces at
several azimuthal locations. This small air gap increases
the reluctance of the lower part of the yoke. Hence, the
lower Sm2Co17 ring contributes less flux to the magnetic
flux density of the gap. The profile that is obtained with
this method is shown as the dashed line in Fig. 10. While
this shimming method obtains a flat profile, it has one
disadvantage: A small air gap connects the precision air
gap inside the magnet to the outside world and flux leaks
out of the magnet. Hence, the shielding of the magnet is
compromised.
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FIG. 10. The radial magnetic flux density as a function of
vertical position. The inset shows the central region magnified
such that the total size of the vertical axis extends ±4×10−4
around the value at z = 0. Two shimming methods lead to a
similar profile: introducing a small air gap (dashed line) and
reducing the relative permeability of the iron (solid lines).
We noted that the slope in the center of the gap
changed by a few µT/mm every time the magnet was
opened and closed. An examination of this effect yielded
another shimming strategy. The variability in the verti-
cal linear gradient of the magnetic flux density is caused
by non parallel opening and closing of the magnet. In
this case, a situation occurs where the lower part of the
yoke touches the upper part of the yoke on one spot along
the outer circumference. A large amount of flux is driven
through this contact point, see Fig. 11. This effectively
shifts the working point of the iron at the contact zone on
the B-H curve to the right, i.e, to a point with smaller
relative permeability. Even after the magnet is closed,
the iron remains in a state of smaller relative perme-
ability due to the hysteretic behavior of the B-H curve.
Hence, in the closed state this part of the yoke conducts
the magnetic field less well and the flux in the gap is
lower.
The shimming process works as follows: (1) The mag-
net is opened by a little more than 1 mm. (2) A 0.5
mm thick shim piece with a size of approximately 5 cm
by 5 cm is inserted in the 1 mm gap at an azimuthal po-
sition α. (3) The magnet is closed. Due to the shim,
8the magnet closes in a tilted fashion and the iron at the
azimuthal position α + 180◦ is driven to the state with
less relative permeability. Steps (1) through (3) are per-
formed a total of six times, where the azimuthal position
is advanced by 60◦ every time. After this, the iron is at
the less permeable state for the entire circumference.
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FIG. 11. Schematic drawing showing the change in the outer
part of the yoke before, during, and after opening with an
angle. We consider the locations S and W at the small and
wide side of the gap on the outer yoke. At the beginning,
the magnetic state is given by the point I on the B-H curve.
During opening, the point W moves along a minor hysteresis
loop to smaller values of B and H. The point S moves along
the major curve to a higher value of B and H. After closing,
the point W moves almost back to the original point (the solid
W). The point on the small side of the wedge moves along a
minor loop to a new point (solid S) that has substantial more
B. The mean value can be found at the point denoted by
F for final point. Overall the µr of the yoke has decreased,
reducing the flux in the air gap.
This shimming process is repeatable. We were able to
reproduce the shimming procedure several times, yielding
an almost identical field profile.
We have two concerns using this shimming procedure:
How stable is the field in the gap obtained with this
method? Does this process change the azimuthal symme-
try of the field? We measured the field profile over 3 days
every 30 minutes and we found that the slope of the radial
magnetic flux density changed linearly with time from -
0.594 µT/mm to -0.609 µT/mm over 60 hours. Hence the
slope changes with a rate of 2.5× 10−10 T/(mm h). This
is enough stability for a watt balance experiment, where
the flux integral is measured every hour. The azimuthal
variation of the magnetic flux density is hard to mea-
sure with high precision. It can only be measured with
the Hall probe, since coils integrate over the azimuthal
dependence. Using the Hall probe, however, requires pre-
cise positioning along the radial direction inside the gap.
To compare the magnetic flux density at two azimuthal
angles, the Hall probe must be positioned at the center
of the gap through different access holes in the top of
the magnet. A difference in probe placement of 1 mm
causes a different measurement of 2.3 mT. The measure-
ments before and after the shimming performed through
all twelve access holes (30◦ increments) showed a similar
maximum difference of 1.5 mT. This difference could be
due to a real field inhomogeneity or due to a positioning
error. Within the measurement uncertainty, the shim-
ming procedure did not make the azimuthal asymmetry
worse.
In summary, a flat profile of the magnetic flux density
as a function of vertical position can be achieved with two
different shimming methods. One can introduce a small
air gap between the lower and upper part of the magnet
or lower the permeability of the iron yoke in the lower
half of the magnet by exposing it to a large magnetic
field. Both methods increase the reluctance of the flux
path around the lower Sm2Co17 ring. Fig. 10 shows the
field profile achieved with both methods. With these two
methods, a slope of less than 0.1µT/mm or in relative
terms 2 × 10−7/mm, can be achieved. The relative flux
density stays between ±1×10−4 over at least 5 cm. This
is a bit less than the initial goal of 8 cm. We plan on using
the shimming method that decreases the permeability of
the yoke for the first watt balance measurements with
this magnet.
VI. THE RADIAL DEPENDENCE OF THE
MAGNETIC FLUX DENSITY
The insight that a 1/r dependence of the radial flux
density allows the construction of a better watt balance
is attributed to P.T. Olsen. His argument goes as follows:
Assume that
Br(r) = Bo
ro
r
, (8)
the coil is centered on the magnetic field, has a radius r,
and N turns. The flux integral is given as a line integral
along the wire,
f(r) ≡ Bl = zˆ
∫
∂S
~B × d~l. (9)
Assuming no azimuthal dependence of the field, this in-
tegral equates to f(r) = 2piNBr(r)r. For the field given
in (8), the flux integral evaluates to f = 2piNBoro, which
is independent of r. In other words, for a 1/r-field,
df/dr = 0.
One important assumption in the watt balance exper-
iment is that the flux integral in the force mode is iden-
tical to the one in the velocity mode. In the force mode
current is passed through the coil which leads to heat-
ing and subsequently thermal expansion of the coil. If
the flux integral is independent of the coil radius r, the
above assumption holds. If this is not the case, a bias is
introduced into the experiment.
In order to investigate the deviation from a perfect
1/r-field, it is useful to expand the flux integral for small
changes in radius and assume df/dr 6= 0. In this case,
f(r + rγ) ≈ f(r) + rγ df
dr
, (10)
9where γ  1. The last term can be rewritten as
rγ
df
dr
= γβf with β =
r
f
df
dr
. (11)
Here, β is a unitless number describing the deviation of
the flux density from a 1/r dependence.
To measure the radial dependence of the radial flux
density, a radial gradiometer coil was built. This gra-
diometer coil consists of three coils on a single former.
Each coil has 295 turns, a vertical size of 17 mm and
a radial width of 4.9 mm. The mean radii of the three
coils are ri = 211.45 mm, rm = 216.35 mm, and ro =
221.25 mm. For the measurement, the inner and outer
coil are connected in anti-series to one voltmeter and the
middle coil to a second voltmeter. Both voltmeters are
sampled at the same time, while the gradiometer coil is
vertically moving through the gap of the magnet with a
velocity of v = 2 mm/s. A value of β is estimated using
β ≈ Vo−i
Vm
rm
ro − ri . (12)
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FIG. 12. Measurement of the deviation of the radial field from
1/r, see text for a definition of the unitless constant β. The
measurement was performed at rm = 0.216 m.
Fig. 12 shows the measurement for β around the sym-
metry plane of the magnet, β = −0.003. The negative
sign indicates that the field drops faster than 1/r with
increasing radius. The same value of β is obtained when
the middle and outer coil or the inner and middle coil
are combined. Since we cannot completely rule out other
sources of induced electromotive force, we conservatively
interpret the measured value as an upper limit for β,
i.e., |β| < 0.003. Using this β, the change in flux inte-
gral due to a geometry change caused by e.g., coil heat-
ing, can be calculated. Changing the temperature of the
coil by ∆T causes a radial expansion of ∆r = rα∆T ,
where α = 16.6 × 10−6 K−1 is the linear coefficient of
expansion for copper. Note, that γ = α∆T . According
to (10) and (11) the relative change in flux integral is
γβ = 5× 10−8 K−1∆T . In the current design of NIST-4
the power dissipation in the force mode is about 8 mW
(R=130 Ω, I = 8 mA). Assuming a copper mass of 3 kg
the temperature of the coil would rise by 0.026 K in one
hour. Note this estimation neglects losses in thermal en-
ergy due to radiation to the environment. The corre-
sponding relative change in the flux integral would be
1.3× 10−9. To further minimize this effect, a coil heater
can be installed as was done in the NPL watt balance [11].
The deviation from a 1/r field gets rapidly worse with in-
creasing distance of the coil to the symmetry plane of the
magnet. At a distance of 2.2 cm, β is already 10 times
larger.
VII. MEASUREMENT OF THE RELUCTANCE
FORCE
As discussed in [6], the reluctance force pulls the coil
into the center of an iron structure like the yoke of this
magnet regardless of the sign of the current in the coil.
The force originates from the fact that a current carry-
ing coil has minimum energy in the center of the yoke.
Note, this effect is independent of the magnetic field. If
the Sm2Co17 rings were replaced by magnetically inac-
tive stainless steel rings (µr = 1), the effect would still
be present. The reluctance effect is similar to the effect
exploited by a solenoid actuator, where an iron slug is
pulled into a solenoid after it has been energized.
The energy of the magnetic field produced by the coil
is given by E = (1/2)LI2. From the energy, the vertical
force can be calculated using
Fz =
dE
dz
=
1
2
I2
dL
dz
(13)
assuming that the current in the coil is maintained at
a constant level. In order to estimate this effect, the
inductance of the coil, L has to be measured as a function
of vertical position in the magnet, z.
The measurements below were carried out by connect-
ing a precision 50 Ω resistor in series with the vertical
gradiometer coil. This time, the two coils on the gra-
diometer coil were connected in series to form effectively
one coil with 928 turns. A sinusoidal voltage with an am-
plitude of 2 V and frequency, f , was applied. Two Agilent
3458A voltmeters were used to simultaneously measure
the voltage across the 50 Ω resistor and the coil. Fitting
sines to both of these measurements yielded the ampli-
tudes and the relative phase between these two measure-
ments. From the amplitudes and the phase difference,
the electrical resistance and the inductance of the coil
could be reconstructed.
The inductance of the coil is measured at f , yielding
L(f). Since the watt balance operates near DC, we are
interested in lim
f→0
L(f). We placed our gradiometer coil
in the center of the magnet and measured L(f) using
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the procedure explained above. We found that for low
frequencies (f < 1 Hz) the inductance scales like L(f) =
a− b√f , with a = 4.2 H and b = 0.66 H/√Hz. The same
coil outside the magnet and far away from any metal has
an inductance L = 0.8 H , which is independent of f for
f < 100 Hz. The frequency dependence of the inductance
of the coil inside the magnet is due to the skin effect [12].
In solid iron, the skin depth is very small since it has a
high conductivity and a high susceptibility. At 1 Hz, the
skin depth is about 5 mm. Hence in order for the field to
completely penetrate the inner yoke, f has to be below
0.6 mHz.
To obtain a good estimate for lim
f→0
L(f), the measure-
ment was carried out at f = 0.01 Hz. In this case, the
deviation from the DC value is at most 0.06 H and we
found no position dependence of this difference. L(z)
was measured for every mm along the z direction. The
result is shown in the top graph of Fig. 13. In the middle
graph of the figure, dL/dz is plotted. This derivative is
calculated from a fourth order polynomial fit to the raw
data. The second derivative of the inductance is mostly
independent of z and evaluates to d2L/dz2 = −346 H/m2
at the center of the magnet.
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FIG. 13. The top graph shows the measurement of the induc-
tance, L, of the gradiometer coil (928 turns). L(z) is mea-
sured at 10 mHz. Each point represents an average value of
two measurements. The error bars are obtained from the fit.
The solid line is a fit to the data using a fourth order polyno-
mial. The middle graph shows the derivative calculated from
the polynomial fit. The bottom graphs show the results of
(15) for four different cases. For these calculations I¯ = 8 mA
is assumed.
The spurious force signal to the watt balance experi-
ment due to the reluctance effect can be written as
F =
1
2
I2on
dL
dz
∣∣∣∣
z=zon
− 1
2
I2off
dL
dz
∣∣∣∣
z=zoff
, (14)
where Ioff , Ion and zoff , zon are the currents and positions
of the coil during the mass-off and mass-on measurement,
respectively.
This equation simplifies in first order to
F ≈ 2δIIA dL(z¯)
dz
− (IA)2∆zd
2L(z¯)
dz2
, (15)
where z¯ = (1/2)(zon + zoff), ∆z = (1/2)(zon− zoff), δI =
(1/2)(Ion + Ioff), and IA = (1/2)(Ion − Ioff). Typically
a watt balance is operated such that Ion ≈ −Ioff , hence
δI ≈ 0 and IA ≈ Ion. The results of the above equation
for four different cases are shown in the lower plot of
Fig. 13.
The spurious force needs to be compared to the force
that will be generated by the watt balance, i.e. ≈ 10 N.
In order to keep the relative contribution of the spurious
force to the measurement below 10−8, a maximum force
of Fm = 10
−7 N is permitted. We will use 10−7 N as a
benchmark for the analysis below
The first term on the right of (15) can be made small,
even for a finite δI, by performing the watt balance ex-
periment at the center of the yoke, where dL/dz = 0.
The slope at which the spurious force changes with devi-
ations from the ideal position depends on the current mis-
match, δI, as is shown in Fig. 13. For a current mismatch
of δI = 4µA the range of operation where |F | < Fmis
±4.5 mm.
The second term remains approximately constant for
different coil positions, since the second derivative of the
inductance with respect to z is largely independent of
z. It evaluates to ∆z × 2.2 × 10−8 N/µm at the center
of the magnet. In order to keep the absolute value of
this term smaller than Fm, the change in coil position,
zoff − zon must be smaller than 9µm. Typically, in an
experiment like NIST-4, the coil position between the
mass-on and mass-off state can be maintained within a
few micrometers of each other. In this case, the second
term of (15) is about Fm/3. This number is certainly
large enough to be considered as systematic uncertainty
of the experiment. However, it will not be a dominant
effect.
We would like to emphasize that it is important to
measure the inductance of the coil at low frequency. We
performed the same measurement with f = 100 Hz. Us-
ing this data, one would calculate a reluctance force that
is about 10 times smaller than the real reluctance force
at DC.
Equation 10 in [6] gives an order of magnitude esti-
mation of the reluctance force. Using this estimation to
calculate d2L/dz2, a value of -800 H/m2 is found. While
the absolute value of this number is almost twice as large
as the result obtained from the measurement, the order
of magnitude is right, as intended.
VIII. THE MAGNETIC FIELD OUTSIDE THE
MAGNET
One concern of any magnet system being developed for
a watt balance is the magnetic field at the location of the
mass. The interaction between the field and the mass
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can create a spurious force that may lead to a systematic
effect. In general, the vertical force on an object with a
volume susceptibility χ and permanent magnetization M
is given by
Fz = −µ0
2
∂
∂z
∫
χH ·HdV− µ0 ∂
∂z
∫
M ·HdV, (16)
see, e.g., [13].
The three components of the flux density above the
permanent magnet system have been measured as a func-
tion of distance from the top surface. This measurement
was performed near the symmetry axis using a 3 dimen-
sional magneto resistive sensor. In Fig. 14, the three com-
ponents and the absolute magnitude are shown. At close
distances, the vertical component of the field is domi-
nant. It decreases in a nearly linear fashion with growing
distance until it vanished at a distance of 350 mm. From
there on, it decreases further to match the vertical com-
ponent of the ambient field, about 45µT. The horizontal
components are close to zero in the first 300 mm. At
larger distances, they approach the ambient values.
In order to calculate the force from these measure-
ments, few simplifications were made: a 1 kg stainless
steel weight with a height of 69.1 mm and a diameter of
48 mm was assumed. The magnetic susceptibility was
assumed to be constant over the volume of the weight
and independent of H, which is reasonable at these small
fields. The magnetization is also assumed to be constant
over the volume of the weight. For simplicity, we as-
sumed two components of the magnetization to be zero,
i.e., Mx = My = 0. Ideally, NIST-4 is able to realize mass
using an E1 class weight. In order to calculate the worst
case force on such a weight, we assume the maximum
permissible limits for the susceptibility and the magne-
tization. According to [14], χ = 0.02 and Mz = 2 A/m
were assumed.
The bottom plot in Fig. 14 shows the calculated mag-
netic force for the two terms in (16). The first term
gives the force due to the magnetic susceptibility of the
mass. It depends on the derivative of the squared magni-
tude of the magnetic field. Since the magnetic field has a
minimum around 350 mm, this term changes sign at this
point. The second term gives the force due to a perma-
nent magnetization of the mass. This force depends on
the derivative of the z-component of the magnetic field.
The derivative is negative for the entire data stretch leav-
ing a positive force on the mass. The magnitude of the
force generated by the first term is smaller than 1µg for
z >300 mm and can be neglected. The second term pro-
duces a force that can be as large as 3µg for the stain-
less steel mass in its weighing position. There are three
strategies to mitigate this effect. First, a mass can be
chosen that has a smaller permanent magnetization. As
mentioned above, this calculation was performed with
the maximum permissible magnetization for an E1 mass.
Second, the magnetization term changes sign as the mass
is rotated up-side down. If a mass with a magnetization
of |Mz| ≥ 2 A/m has to be measured in the new watt
balance, the magnetic effect can be nulled by averaging
two measurements with the mass rotated up-side down
in between. Third, two coils wired in series opposition
can be installed above and below the mass generating a
magnetic field gradient. By choosing the right current
in the coil a vertical field gradient can be generated that
cancels the existing gradient. If the actual gradient at
the mass is zero, both terms vanish.
In summary, the external field above the new perma-
nent magnet is sufficiently small such that stainless steel
masses can be used in the new watt balance. If an E1
mass with a nominal value of 1 kg is used, a worst case
magnetic force of 4µg is expected.
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FIG. 14. The top plot shows the three components and the
absolute magnitude of the magnetic flux density above the
magnet as a function of the distance above the top surface.
The bottom graph shows the systematic force divided by the
local acceleration caused by the magnetic susceptibility and
the magnetization of the weight. For this calculation, a 1 kg
E1 weight was assumed with the maximum allowed values
for the magnetic susceptibility, χ = 0.02 and magnetization,
2 A/m. The vertical dotted line indicates the position of the
mass during weighing.
IX. POWER SPECTRAL AMPLITUDE OF A
COIL INSIDE THE MAGNET
Another interesting measurement is the power spectral
amplitude of the voltage across a coil at rest inside the
magnet. To accomplish this measurement, the three coils
of the radial gradiometer coil were connected in series.
Fig. 15 shows the coil in the gap. The coil is supported
by three pillars. Each pillar is composed of two optical
posts and one Teflon spacer joined together by brass set
screws. The coil is concentric and vertically centered
inside the air gap. This measurement was performed with
the magnet sitting on a pallet in storage. Hence, the
vibrational environment for this measurement was not
ideal. The power spectral amplitude was measured using
12
a Rhode & Schwarz UPV Audio analyzer.
FIG. 15. The coil in the magnet. The coil is supported by
three pillars, each comprised of two optical posts and one
Teflon spacer. Each pillar is attached to the bottom of the
coil with brass set screws. The Teflon spacer centers the coil
in the gap and eliminates horizontal motion.
Fig. 16 shows the measured spectra for both channels
of the analyzer. One channel was connected to the coil,
while the other was shorted. Two observations on the
spectrum of the coil voltage are noteworthy. First, at
the low frequency end, the spectral amplitude is below
1µV
√
Hz. This is an important figure of merit, since a
white noise of smaller than 1µV/
√
Hz would allow the
determination of the flux integral Bl with a relative un-
certainty of 10 × 10−9 in 10 000 seconds. Second, there
is a lot of excess noise in the region between 10 Hz and
500 Hz. This excess noise is mostly due to mechanical
resonances in the coil and the coil support. These peaks
are from different vibration modes of the coil, some of
which we could identify.
The radial gradiometer coil was not optimized for stiff-
ness, since it was built to measure the radial gradient of
the field. The design of the coil for NIST-4 is currently
ongoing. One focus in the design work is to dampen
the vibration mode in the frequency range from 10 Hz to
300 Hz. Ultimately, NIST-4 will be installled in an un-
derground laboratory. This environment will have less
vibration. In this environment the peaks in the spectral
amplitude should be greatly reduced.
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FIG. 16. Power spectral amplitude of terminal voltage of the
radial gradiometer coil in the precision gap of the magnet.
This measurement was performed with the magnet sitting on
a pallet in storage. Hence the vibrational environment for this
measurement was not ideal leading to the vibrational peaks
in the spectral amplitude.
X. SUMMARY
The NIST-4 magnet has been successfully built. Initial
measurements of the basic properties of the magnet were
carried out at NIST. A dedicated gradiometer coil was
built to measure the vertical gradient of the radial flux
density. The measurements with the gradiometer coil
enabled the manufacturer, EEC, to regrind the gap im-
proving the field profile. After delivery, it was found that
the magnetic field profile could be further improved by
changing the magnetic working point of the iron yoke.
This can be accomplished by opening the magnet in a
tilted fashion. Using this technique, the profile of the
radial magnetic flux density could be changed to have
a nearly vanishing derivative with respect to z at the
symmetry plane of the magnet. The magnetic flux den-
sity stayed within ±10−4 of its value in the center over a
travel range of 5 cm.
The radial dependence of the radial magnetic flux den-
sity was measured using a radial gradiometer coil. It was
found that the field follows a 1/r dependence closely, and
we expect any relative systematic error due to geometry
changes of the coil of about 1.3 × 10−9. This effect can
be reduced by incorporating a heater in the coil.
We investigated the forces on the coil due to the re-
luctance force. This force can lead to a systematic error
via two mechanisms: (1) a difference in the mass-on and
mass-off current and (2) a parasitic motion of the coil in
these two states. It was determined that each of the two
components produces a relative systematic error below
3× 10−9 for reasonable assumptions.
The external magnetic field was measured above the
magnet, i.e. where the balance and mass would be lo-
cated. It was found that the field drops off rapidly reach-
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ing the earth’s magnetic field at about 600 mm above the
top surface of the magnet. The spurious force on a stain-
less steel weight, class E1, was calculated using worst
case assumptions detailed in OIML R111. In this case,
the relative systematic effect produced by the magnet is
about 4×10−9. Hence, it is possible to use a E1 stainless
steel mass on the NIST-4 watt balance without a sub-
stantial increase in uncertainty. This uncertainty can be
reduced by installing bucking coils, using PtIr artifacts
or numerically canceling the permanent magnetization of
the stainless artifact by measuring it upside down.
The power spectral amplitude of a coil in the mag-
net was measured. The spectrum is currently domi-
nated by mechanical resonances and vibrations in the
frequency region from 10 Hz to 500 Hz. Assuming these
resonances can be removed and the vibrations damped,
a measurement of Bl with a relative uncertainty (type
A) of 10×10−9 can be achieved with an integration time
of ≈ 3 hours or less. This uncertainty may be reduced
due to partial cancellation of the voltage noise with ve-
locity noise, which is likely to be highly correlated with
the voltage noise.
Adding the relative type B uncertainties mentioned
above in quadrature yields ≈ 5.2×10−9. This is a conser-
vative estimate of the uncertainty of the magnet system,
because the improvements outlined above would reduce
this uncertainty by approximately a factor of two. In
conclusion the known systematic effects from the magnet
system are small enough to allow the construction of a
watt balance at the 1 kg level with a relative uncertainty
of a few parts in 108.
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